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RFT-RS Automatic measurement Foucault Tester Win10 Verl.0 DATE 11/03/20
surface data
RADIUS : 1380.0mm Fitting RADIUS Offset : -0.0888mm
APERTURE DIAMETER : 250.0mm Analysis method . Geometry
Conic constant : -1.000
Conic type . Parabola
Pic:72% Pic:40%

Light Dir
D"

Light Dir
D';

Theoretical value _— P-V(wave) : 0.0555 at555nm
Knife movements(mm) Mirror surface error(wave)
Measured value —_—— P-V(nm) : 30.80
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